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[image: image18.jpg]Bone Anchored Hearing Aid
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[image: image31.jpg]Primary Indication

1, Bilateral aural atresia

2, Bilateral ear canal stenosis — trauma
burn, chronic infection

3, Bilateral chronic ear infection — NPC
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[image: image36.jpg]New Indication

o Idiopathic unilateral SNHL

o Acoustic neuroma
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[image: image38.jpg]New indication

o The main objective in these situation is
to regain hearing on the affected ear
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o Clean the area everyday
o Local hygiene
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« Estimated life span 3 years
« Each device about HK$ 12, 000 — 19, 000




